Data File C:\Chem32\2\DATA\VP0973\SIG1000001.D
Sample Name: 10% H2 Std Linweld Gas

Acqg. Operator : Bob Bohn
Acqg. Instrument : VALVE4974 Location : =
Injection Date : 11/16/2011 9:36:12 AM Iny & 1
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2_ LOSENS.M
Last changed : 11/15/2011 10:32:29 AM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
Sample Info : Neat Linweld hydrogen gas was transferred into 2-liter
can, (1243) . HZ2 syringe prepared for analysis as follow

s: '2-mL standard gas into 10-mL gas-tight syringe with

76269 8-mL of lab air.
Ve

‘TCD1 A, (VP0973\SIG1000001.D)

25uV | T
1200 _g
3 . 3
' >
1000 g .
1 - 9
(=2
=
1 @]
800 \
o)
@
| e
' T
600 |
| g
| T
400
200
0
) - 0.5 1 1.5 2 25 3 35 4 min
External Standard Report

Sorted By : Signal

Calib. Data Modified : 3/9/2011 9:21:14 AM

Multiplier i 1.0000

Dilution : 1.0000

Use Multiplier & Dilution Factor with ISTDs

Signal Q: TEDL A,

RetTime Type Area Amt /Area Amount Grp Name
[min] [25 aV*3] [%]

——————— S e e e il i et et U e e eSS
1.019| BV 3906.43726 2.2559%9e-3 8.81289 Hydrogen
1.183 VB 1024.62646 2.27566e-2 23.31705 Oxygen
1:313 = - - Nitrogen

Totals @ 32.,12995

VALVE4974 11/16/2011 9:40:44 AM Bob Bohn Page 1 of 2
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Data File C:\Chem32\2\DATA\VP0973\SIG1000001.D
Sample Name: 10% H2 Std Linweld Gas

1 Warnings or Errors

Warning : Calibrated compound(s) not found

weck End iof Repopt wwk

VALVE4974 11/16/2011 9:40:44 AM Bob Bohn

RRB

VPesS7Y3




Data File C:\Chem32\2\DATA\VP0973\SIG1000002.D
Sample Name: 10% H2 Hogen Gas QC Std

Acg. Operator : Bob Bohn
Acg. Instrument : VALVE4974 Location : -
Injection Date : 11/16/2011 9:52:08 AM Inj : 1
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2_LOSENS.M
Last changed : 11/16/2011 9:46:01 AM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
Sample Info : Neat Hogen hydrogen gas was transferred into 2-liter ca
n (1241). H2 syringe prepared for analysis as follows:

1-mL standard gas into 10-mL gas-tight syringe with 9
-mL of lab air.

- TCD1A, (VP0973\SIG1000002.D)
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External Standard Report
Sorted By : Signal
Calib. Data Modified : 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution : 1.0000

Use Multiplier & Dilution Factor with ISTDs

Signal 1: TCD1 A,

RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] [%]

------- [ immimmms [ [ [ [ e i e e
1.020| BV 4118.03027 2.25595e-3 9.29006 Hydrogen
1.184 VB 1023.47778 2.27566e-2 23.29091 Oxygen
1.313 - - = Nitrogen

Totals : 32.58097

VALVE4974 11/16/2011 9:56:38 AM Bob Bohn Page 1 &f 2
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Data File C:\Chem32\2\DATA\VP0973\SIG1000002.D
Sample Name: 10% H2 Hogen Gas QC Std

1l Warnings or Errors

Warning : Calibrated compound(s) not found

wht End ©of Reporg >+

VALVE4974 11/16/2011 9:56:38 AM Bob Bohn Page 2 of 2
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Data File C:\Chem32\2\DATA\VP0973\SIG1000003.D
Sample Name: Canister Clean Check (1165)

Acg. Operator : Bob Bohn
Acg. Instrument : VALVE4974 Location : =
Injection Date : 11/16/2011 1:22:06 PM Ing & 1
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2_ LOSENS.M
Last changed : 11/16/2011 9:46:01 AM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
~TCD1 A, (VP0973\SIG1000003.D) N
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External Standard Report
Sorted By : Signal
Calib. Data Modified : 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution > 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCD1 A,
RetTime Type Area Amt/Area Amount Grp Name
[min] [25 uV*s] [%]
******* [mmmm—— [ ——————— [eeme—mee——— e e e e
1.010 = B = Hydrogen
1 .18'5: BB 12.70634 2.27566e-2 2.89154e-1 Oxygen
1313 - - - Nitrogen
Totdals: & 2.89154e-1

1 Warnings or Errors

Warning : Calibrated compound(s) not found

VALVE4974 11/16/2011 1:26:37 PM Bob Bohn Page 1 wf 1




Data File C:\Chem32\2\DATA\VP0973\SIG1000004.D
Sample Name: Canister Clean Check (1168)

Acg. Operator : Bob Bohn
Acg. Instrument : VALVE4974 Location :
Injection Date : 11/16/2011 1:50:58 PM Inj i 1
Inj Volume

Method : C:\CHEM32\2\METHODS\H2 LOSENS.M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn

(modified after loading)
Method Info : Hydrogen analysis method

“TCD1 A, (VP0973\SIG1000004.D)

Manually
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External Standard Report
Sorted By : Signal
Calib. Data Modified 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution > 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCDl1l A,
RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] (%]
------- Bl e e e e e
1.010 = = = Hydrogen
1.185 BB 22.97315 2.27566e=2 5.22792e-1 Oxygen
1.313 = B = Nitrogen
Totals 94 22792e=1
1 Warnings or Errors
Warning : Calibrated compound(s) not found
VALVE4974 11/16/2011 1:55:28 PM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000005.D
Sample Name: Canister Clean Check (1234)

1

Acg. Operator : Bob Bohn
Acq. Instrument : VALVE4974 Location
Injection Date : 11/16/2011 2:25:04 PM Inj
Inj Volume : Manually

Method : C:\CHEM32\2\METHODS\H2_LOSENS.M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn

(modified after loading)
Method Info : Hydrogen analysis method

"TCD1 A, (VP0973\SI1G1000005.D)

[y ]
25uvV ! g
600 -
] [
]
500
400
|
300
200
100 3
1 @
&
1 &)
0 '
w
| e
100 S T, . —
0.5 1 1.5 2 5
External Standard Report
Sorted By : Signal
Calib. Data Modified 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution : 1.0000

Use Multiplier & Dilution Factor with ISTDs

Signal 1: TCD1 A,

RetTime Type Area Amt /Area Amount Grp Name
[min] [25: aV*sg] [%]

——————— o R i i [l e
1.010 - = = Hydrogen
1.185 BB 14.65129 2.27566e-2 3.33414e-1 Oxygen
1313 - - - Nitrogen

Totals : 3.33414e-1

1 Warnings or Errors

Warning : Calibrated compound(s) not found

VALVE4974 11/16/2011 2:29:34 PM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000006.D
Sample Name: Canister Clean Check (1236)

Acg. Operator Bob Bohn
Acg. Instrument VALVE4974 Location : =
Injection Date 11/16/2011 2:30:40 PM Inj = 1

Inj Volume Manually
Method C:\CHEM32\2\METHODS\H2_LOSENS.M
Last changed 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info Hydrogen analysis method
"TCD1 A, (VP0973\SIG1000006.D) o o . S
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External Standard Report
Sorted By Signal
Calib. Data Modified 3/9/2011 9:21:14 aM
Multiplier 1.0000
Dilution 1.0000

Use Multiplier & Dilution Factor with ISTDs

Signal 1: TCD1 A,

RetTime Type Area Amt/Area Amount Grp Name
[min] [25 uV*s] [%])
------- el o e o e e e e
1.010 = = — Hydrogen
1.184 EB 23.37494 2.27566e-2 5.31935e-1 Oxygen
1 3.3 = = - Nitrogen
Totals 5: 31935e=1

1 Warnings or Errors

Warning

Calibrated compound(s) not found

VALVE4974 11/16/2011 2:35:11 PM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000007.D
Sample Name: Canister Clean Check (1233)

Acg. Operator : Bob Bohn
Acq. Instrument : VALVE4974 Location : -
Injection Date : 11/16/2011 2:36:09 PM Ty & 1
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2_ LOSENS.M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
TCD1 A, (VP0973\SIG1000007.D) - o o B - N
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External Standard Report
Sorted By - Signal
Calib. Data Modified : 3/9/2011 9:21:14 AM
Multiplier 2 1.0000
Dilution : 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCDl1 A,
RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] [%]
——————— | mom [ —— e —— e [ i e e e
1.010 & = = Hydrogen
1.185 BB 21.36628 2.27566e-2 4.86225e-1 Oxygen
1.313 = = = Nitrogen
Totals 4.86225e-1
1 Warnings or Errors
Warning : Calibrated compound(s) not found
VALVE4974 11/16/2011 2:40:39 PM Bob Bohn Page 1 ef 1



Data File C:\Chem32\2\DATA\VP0973\SIG1000008.D
Sample Name: Canister Clean Check (1167)

Acqg. Operator : Bob Bohn
Acg. Instrument : VALVE4974 Location : -
Injection Date : 11/16/2011 2:41:42 PM Ing =2 1
Inj Volume : Manually
Method A C:\CHEM32\2\METHODS\HZ_LOSENS.M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
- TCD1A, (VP0973\SIG1000008.D) a o - - o
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External Standard Report
Sorted By : Signal
Calib. Data Modified : 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution : 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCD1 A,
RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] [%]
——————— | S S SRR e | SrERr | fun i e e im0t
1.010 = = - Hydrogen
1.185 BB 20.92638 2.27566e-2 4.76214e-1 Oxygen
1.313 - = - Nitrogen
Totals : 4.76214e-1
1 Warnings or Errors
Warning : Calibrated compound(s) not found
VALVE4974 11/16/2011 2:46:12 PM Bob Bohn Page l of 1
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Data File C:\Chem32\2\DATA\VP0973\SIG1000009.D
Sample Name: Canister Clean Check (1170)

Acg. Operator : Bob Bohn
Acq. Instrument : VALVE4974 Location -
Injection Date : 11/16/2011 2:47:15 PM Inj 1
Inj Volume Manually
Method : C:\CHEM32\2\METHODS\H2_ LOSENS.M
Last changed 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info Hydrogen analysis method
"TCD1 A, (VP0973\SI1G1000009.D) - a
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External Standard Report
Sorted By ; Signal
Calib. Data Modified 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution : 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCD1 A,
RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] [%]
——————— R e e e e R il e e e e
1.010 = & = Hydrcgen
1.185 BB 24.92725 2.27566e-2 5.67260e-1 Oxygen
1:313 = = = Nitrogen
Totals @ 5.67260e-1

1 Warnings or Errors

Warning : Calibrated compound(s) not found

VALVE4974 11/16/2011 2:51:45 PM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000010.D
Sample Name: Canister Clean Check (1158)

Acqg. Operator : Bob Bohn
Acg. Instrument : VALVE4974 Location : s
Injection Date : 11/17/2011 8:08:19 AM Inj = 1
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2 LOSENS.M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
TCD1 A, (VP0973\S1G1000010.D) - N - I
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External Standard Report
Sorted By : Signal
Calib. Data Modified : 3/9/2011 9:21:14 AM
Multiplier ! 1.0000
Dilution : 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCDl &,
RetTime Type Area Amt/Area Amount Grp Name
[min] [25 uV*s] [%]
------- B e e e e R
1.010 = = = Hydrogen
1.185 BB 22.69440 2.27566e-2 5.16448e-1 Oxygen
1.313 - = = Nitrogen
Totals : 5.16448e-1
1 Warnings or Errors
Warning : Calibrated compound(s) not found
1

VALVE4974 11/17/2011 8:12:49 AM Bob Bohn _ Page 1 of



Data File C:\Chem32\2\DATA\VP0973\SIG1000011.D
Sample Name: Canister Clean Check (1052)

Acg. Operator : Bob Bohn

Acg. Instrument : VALVE4974 Location

Injection Date : 11/17/2011 8:17:13 AM Inj
Inj Volume

Method H C:\CHEMSZ\Z\METHODS\HZ_LOSENS.M

Last changed : 11/16/2011 1:49:03 PM by Bob Bohn

(modified after loading)
Method Info : Hydrogen analysis method

TCD1 A, (VP0973\S1G1000011.D)

Manually
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External Standard Report

Sorted By £ Signal

Calib. Data Modified 3/9/2011 9:21:14 AaM

Multiplier : 1.0000

Dilution 4 1.0000

Use Multiplier & Dilution Factor with ISTDs

Signal 1: TCD1 A,

RetTime Type Area Amt/Area Amount Grp Name
[min] [25 uV*s) [%]

------- e s i el e L e
1..:01.0 - - - Hydrogen
1.185 BB 17.34298 2.27566e-2 3.94668e-1 Oxygen
15313 - = - Nitrogen

Totals: @ 3.94668e-1

1 Warnings or Errors

Warning : Calibrated compound(s) not found

VALVE4974 11/17/2011 8:21:43 AM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000012.D

Sample Name: Canister Clean Check

(1051)

Acqg. Operator Bob Bohn
Acg. Instrument VALVE4974 Location &
Injection Date 11/17/2011 8:24:49 AM Inj L
Inj Volume Manually
Method C:\CHEM32\2\METHODS\H2 LOSENS.M
Last changed 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info Hydrogen analysis method
~ TCD1A, (VP0973\SIG1000012.D) o = =
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External Standard Report
Sorted By Signal
Calib. Data Modified 3/9/2011 9:21:14 AM
Multiplier 1.0000
Dilution 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCD1 A,
RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] (%]
------- R S S e e L e e B S S S
1.010 = = & Hydrogen
1.185 BB Ted2071 2. 2756622 1.75697e=1 Oxygen
1.313 - - = Nitrogen
Totals 1.75697e-1

1 Warnings or Errors

Warning Calibrated compound(s) not found

VALVE4974 11/17/2011 8:29:20 AM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000013.D
Sample Name: Canister Clean Check (1053)

Acg. Operator : Bob Bohn
Acqg. Instrument : VALVE4974 Location : =
Injection Date : 11/17/2011 8:30:39 AM Iny 1
Inj Volume : Manually
Method ¥ B \CHEM32\2\METHODS\H2_LOSENS .M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
“TCD1 A, (VP0973\SIG1000013.D) i
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External Standard Report
Sorted By - Signal
Calib. Data Modified : 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution i 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal. 1: TCDL A;
RetTime Type Area Amt /Area Amount Grp Name
[min] [25 aV*s] [%]
------- [t [t i [ e [ e e | [ i e i i e
1.010 = = = Hydrogen
1..185 BB 10.70491 2.27566e-2 2.43608e-1 Oxygen
1 R - = = Nitrogen
Totals : 2.43608e-1
1 Warnings or Errors
Warning : Calibrated compound(s) not found
VALVE4974 11/17/2011 8:35:09 AM Bob Bohn Page I < g



Data File C:\Chem32\2\DATA\VP0973\SIG1000014.D
Sample Name: Canister Clean Check (1007)

Acg. Operator Bob Bohn
Acg. Instrument : VALVE4974
Injection Date 11/17/2011 8:36:43 AM

Location
Inj
Inj Volume

Method : C:\CHEM32\2\METHODS\H2_LOSENS.M

Last changed
(modified after loading)

Method Info Hydrogen analysis method

TCD1 A, (VP0973\SIG1000014.D)

11/16/2011 1:49:03 PM by Bob Bohn

Manually
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External Standard Report
Scorted By : Signal
Calib. Data Modified 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution g 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCD1 A,
RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] [%]
------- | == [ i e ————— e ——————— [ s e e
1.010 = = = Hydrogen
1.185 BB 14.56527 2.27566e-2 3.31457e-1 Oxygen
1o Bile3 = = = Nitrogen
Totals : 3.31457e-1
1 Warnings or Errors
Warning : Calibrated compound(s) not found
VALVE4974 11/17/2011 8:41:13 AM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000015.D
Sample Name: Canister Clean Check (1054)

Acqg. Operator Bob Bohn
Acg. Instrument : VALVE4974 Location : =
Injection Date 11/17/2011 8:44:39 AM Inj : 1

Inj Volume : Manually

Method : C:\CHEM32\2\METHODS\H2_LOSENS.M
Last changed 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)

Method Info Hydrogen analysis method

‘TCD1 A, (VP0973\SIG1000015.D)

25 uVv j o
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500 -
J
400 -
300 -
200
c
i &
100 - >
] o]
| 3
U: =
-100 S | _— =
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External Standard Report
Sorted By s Signal
Calib. Data Modified 3/9/2011 9:21:14 AM
Multiplier 3 1.0000
Dilution 5 1.0000

Use Multiplier & Dilution Factor with ISTDs

Signal 1: TCD1 A,

RetTime Type Area Amt/Area Amount Grp Name
[min] [25 uV*s] [%]
------- e e e e B e
12020 = o = Hydrogen
1.185 BB 78.05560 2.27566e-2 1.77628 Oxygen
14303 E = - Nitrogen
Totals : 1.77628

1 Warnings or Errors

Warning : Calibrated compound(s) not found

VALVE4974 11/17/2011 8:49:09 AM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000016.D
Sample Name: Canister Clean Check (1239)

Acg. Operator : Bob Bohn
Acqg. Instrument : VALVE4974 Location
Injection Date : 11/17/2011 9:02:54 AM Inj
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2_LOSENS.M

Last changed
(modified after loading)

Method Info Hydrogen analysis method

TCD1 A, (VP0973\S1G1000016.D)

11/16/2011 1:49:03 PM by Bob Bohn

25uv | 2
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External Standard Report

Sorted By : Signal

Calib. Data Modified 3/9/2011 9:21:14 AM

Multiplier 8 1.0000

Dilution : 1.0000

Use Multiplier & Dilution Factor with ISTDs

Signal 1: TCD1l A,

RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] [%]

------- e diaes el e e e e
1.010 = = - Hydrogen
1185 BB 12.31557 2.27566e-2 2.8026le-1 Oxygen
1313 - - = Nitrogen

Totals : 2.8026le-1

1 Warnings or Errors

Warning : Calibrated compound(s) not found

VALVE4974 11/17/2011 9:07:24 AM Bob Bohn
RRB UPQS73
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Data File C:\Chem32\2\DATA\VP0973\SIG1000017.D
Sample Name: Canister Clean Check (1151)

Acg. Operator : Bob Bohn
Acg. Instrument : VALVE4974 Location : =
Injection Date : 11/17/2011 9:09:29 AM Iny = 1
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2_ LOSENS.M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
"TCD1 A, (VP0973\SIG1000017.D) - N
25 uv S
3
i o
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] g o
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External Standard Report
Sorted By g Signal
Calib. Data Modified 37972011 9221214 AM
Multiplier - 1.0000
Dilution : 1.0000

Use Multiplier & Dilution Factor with ISTDs

Signal 1l: TCD1 B,

RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] [%]
------- [ o e ————— e ——— e ——————— [ s e e e e
L0 - = - Hydrogen
1.182 BB 1100.77148 2.27566e-2 25.04986 Oxygen
1313 - - - Nitrogen
Totals : 25.04986

1 Warnings or Errors

Warning : Calibrated compound(s) not found

VALVE4974 11/17/2011 9:13:59 AM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000018.D
Sample Name: Canister Clean Check (1237)

Acg. Operator : Bob Bohn
Acg. Instrument : VALVE4974 Location : o
Injection Date : 11/17/2011 9:16:56 AM Inj : 1
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\HZ LOSENS.M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
"TCD1 A, (VP0973\SIG1000018.D) - I -
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External Standard Report
Sorted By % Signal
Calib. Data Modified : 3/9/2011 9:21:14 AM
Multiplier i 1.0000
Dilution i 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCDl A,
RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s]) [%]
——————— s sl LEs s s b = i kel s s e R e e
1.010 & - = Hydrogen
1.185 BB 16.67236 2.27566e-2 3.79407e-1 Oxygen
1.313 - - - Nitrogen
Totals : 3.79407e-1
1 Warnings or Errors
Warning : Calibrated compound(s) not found
VALVE4974 11/17/2011 9:21:27 AM Bob Bohn Page 1l of 1




Data File C:\Chem32\2\DATA\VP0973\SIG1000019.D
Sample Name: Canister Clean Check (1172)

Acg. Operator : Bob Bohn
Acg. Instrument : VALVE4974
Injection Date : 11/17/2011 9:36:18 AM

Location : =
Tng s 1
Inj Volume : Manually

Method : C:\CHEM32\2\METHODS\H2 LOSENS.M

Last changed
(modified after loading)
Method Info Hydrogen analysis method

~ TCD1A, (VP0973\SIG1000019.D)

11/16/2011 1:49:03 PM by Bob Bohn
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External Standard Report
Sorted By - Signal
Calib. Data Modified 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution § 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1z TCD1 &,
RetTime Type Area Amt/Area Amount Grp Name
[min] [25 uV*s] [%]
——————— el e e e e
1.010 = = - Hydrogen
1.185 BB 17.34888 2.27566e-2 3.94802e-1 Oxygen
1313 = s - Nitrogen
Totals : 3.94802e-1
1 Warnings or Errors
Warning : Calibrated compound(s) not found
VALVE4974 11/17/2011 9:40:49 AM Bob Bohn Page
RREB UP@Q73 11-/3

min
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Data File C:\Chem32\2\DATA\VP0S973\SIG1000020.
Sample Name: Canister Clean Check (1245)

Acg. Operator : Bob Bohn
Acg. Instrument : VALVE4974 Location : =
Injection Date : 11/17/2011 9:42:49 AM TRy « 1
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2_ LOSENS.M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
TCD1 A, (VP0973\SIG1000020.D) o ' o R o
25uV | 9
1
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0.5 1 ) 1.5 2 , 2.5 3 35 - 4 ~ min
External Standard Report
Sorted By s Signal
Calib. Data Modified : 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution : 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCD1l A,
RetTime Type Area Amt/Area Amount Grp Name
[min] [25 uV*s] [%]
------- R s e L L e Bt s e e e
1.010 = B - Hydrogen
1.185 BB 46.38105 2.27566e-2 1.05548 Oxygen
1:313 - = = Nitrogen
Totals : 1.05548
1 Warnings or Errors
Warning : Calibrated compound(s) not found
VALVE4974 11/17/2011 9:47:20 AM Bob Bohn Page 1 6f 1
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Data File C:\Chem32\2\DATA\VP0973\SIG1000021.D
Sample Name: Canister Clean Check (1238)

Acq. Operator : Bob Bohn
Acqg. Instrument : VALVE4974
Injection Date : 11/17/2011 9:58:56 AM

Last changed
(modified after loading)
Method Info Hydrogen analysis method

~ TCD1 A, (VP0973\SIG1000021.D)

Location : =

Ing % 1

Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2_ LOSENS.M
11/16/2011 1:49:03 PM by Bob Bohn
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- 0.5 1 1.5 25 3 35 4  min
External Standard Report
Sorted By : Signal
Calib. Data Modified 3/9/2011 9:21:14 AM
Multiplier : 1.0000
Dilution : 1.0000
Use Multiplier & Dilution Factor with ISTDs
Signal 1: TCD1 A,
RetTime Type Area Amt /Area Amount Name
[min] [25 uV*s] [%]
——————— e e e e e e e i R S e R e e s
1.010 e e i Hydrogen
1.185 BB 13.10267 2.27566e-2 2.98173e-1 Oxygen
1.313 = = - Nitrogen
Totals : 2.98173e-1

1 Warnings or Errors

Warning : Calibrated compound(s) not found

VALVE4974 11/17/2011 10:03:26 AM Bob Bohn
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Data File C:\Chem32\2\DATA\VP0973\SIG1000022.D
Sample Name: Canister Clean Check (1240)

Acqg. Operator : Bob Bohn
Acq. Instrument : VALVE4974 Location : =
Injection Date : 11/17/2011 10:07:00 AM T & il
Inj Volume : Manually
Method : C:\CHEM32\2\METHODS\H2_LOSENS.M
Last changed : 11/16/2011 1:49:03 PM by Bob Bohn
(modified after loading)
Method Info : Hydrogen analysis method
'TCD1 A, (VP0973\SIG1000022.D) o - -
25uV | 2
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External Standard Report
Sorted By : Signal
Calib. Data Modified 3/9/2011 9:21:14 AM
Multiplier H 1.0000
Dilution - 1.0000

Use Multiplier & Dilution Factor with ISTDs

Signal 1: TCD1 A,

RetTime Type Area Amt /Area Amount Grp Name
[min] [25 uV*s] [%]
------- e S i a e e e e ] el e e e e e s
1.010 - = - Hydrogen
1.185 BB 15.52283 2.27566e-2 3.53247e-1 Oxygen
1313 = = - Nitrogen
Totals : 3.53247e-1

1 Warnings or Errors

Warning : Calibrated compound(s) not found

VALVE4974 11/17/2011 10:11:30 AM Bob Bohn
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